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Dual Inlet Results
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Identifier 1 Identifier 2 Analysis | Comment | Preparation | Method
HD 7a Check Std P-37593 | HD 02/10/2012 | hd_7v.met
Additional Information
Infomation Gas Configuration
Peak Center found at [1956] Gas H2
Background: 3.76 mV,0.75 mV Magnet [Steps] 980
Pressure Adjustment: Left: 6991.2 Right: 6990.6 ( Manual A{ Cups 1
Ref. Name: d 2H/1H VS. 20
HD-5b -263.980 /SMOW
0 | H3 Factor | 2.382616
Raw Data

Int.2 Int.3 Int.2 Int.3 rR 3H2/2H2| R rd 3H2/2H2 [per | d d 2H/1H

Sample Sample Standard | Standard 3H2/2H2 | mil] vs. HD-5b | 3H2/2H2 | [per mil] vs.

[mV] [mV] [mV] [mV] [per mil] | VSMOW

vs.
QNN
Pre 6976.947 1728.921
1 6948.612 1915.504 | 6963.707 1724.991| 0.2591113 | 0.000257| 120.963 -174.949 | -174.949
2 6935.585 1911.983 | 6950.408 1721.784] 0.2591524 | 0.000257| 121.183 -174.787 | -174.787
3 6923.398 | 1908.503 | 6936.381 | 1718.219 0.2591640 | 0.000257 121.077 -174.865 | -174.865
4 6910.567 1904.363 | 6923.192 1714.413 0.2591074 | 0.000257| 120.895 -174.999 | -174.999
5 6899.418 1901.704 | 6911.637 1711.254] 0.2591938 | 0.000257| 121.419 -174.613 | -174.613
6 6887.349 | 1897.651 | 6898.861 | 1708.010 0.2591172 | 0.000257 121.080 -174.863 | -174.863
Evaluated Data
Mean Std.Dev. ST. Error Atom% Outlier

d 3H2/2H2 [per mil] vs. VSM{ -174.846 0.136 0.055 0
d 2H/1H [per mil] vs. VSMOW, -174.846 0.136 0.055 0.012850 0
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